HEWLETT- PACKARD 

JOURNAL 

H N I C A t INFORMATION FROM THE ftp LABORATORIES 



PUBLISHED BY THE HEWLETT-PACKARD COMPANY, 1501 PAGE MItL ROAD, PALO ALTO, CALIFORNIA SEPTEMBER, 1963 







COPYN16HT 19fi3 HEWLETT PACKARD CO 



A BASIC NEW WIDE-BAND OSCILLOSCOPE 
WITH PLANNED ANTI- OBSOLESCENCE 



)Copr. 1949-1998 Hewlett-Packard Co. 




An interesting new oscilloscope has been designed 

with new measurement capabilities and the 

probability of more in the future . . . 
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Fig. I For maximum fitxihtl/ty. new -hp* Model 

140 A Oscilloscope hai tilt deflection circuitry in 

/dug -ins. Measurement range fpwti dc to 20 Mi 

and '( nsitivith i to 10 at tw. 



FOR sonic time it has been com- 
mon fur high-performance o%- 
C ill* isc-opes n> be ileM lined so that 
they use plug-in circuits iis a means 
of adapting to ;» variety t>f uses. 
Often, for example, the vertical m 

put channel ot an oscilloscope hiiN 
been arranged as one plug-in unit, 
and the horizontal channel as an- 
other. By then selecting an appro- 
priate phig-in unit for each channel, 
the user can tailor the oscilloscope 
to any of a variety of" measurements, 
A new, universal high-perform- 
ance oscilloscope lias now been de- 
signed in which the plug- in c< in- 
cept has been advanced to a much 
more sophisticated form. In this 
new instrument the customary two 
separated compartments that re- 
ceive the plug-ins have been merged 
into one compartment. This single 



Front tx 

New hp Mode! UGA Oscilloscope with piug^n 
Model UJ&A Tfmp Domain RefletTometer it 
ox a mmed by pro-ecf leader Richard MonnJer 
and Lee Woffiti of the hp Otcilloscape Eng.* 
nfifirmg Department, 



compartment then serves two pur- in the lisu;i[ way when such is de- 

hirst, it permits a separate sired. But, secondly, it permits a 

plug-in to be used for each channel single plug-in to be used for the 



AMPLIFIER PLUG-INS 


Model 


Description 


Maximum 
Bandwidth* 


Maximum 
Sensitivity 


Features 


1400 A 


Single-channel; 
paferentfat input 


DC * 400 kc 


100 »V cm 


Selectable upper 
cutoff frequency, 
Low dc drift 


1 401 A 


Dual -chan ncr 


DC - 450 kc 


1 mv cm 


Can be used m dif- 
ferential configura- 
tion 


1402A 


Dual-channel 


DC - 2D Mc** 


5 mv em 


Single channel op- 
eration with sum or 
difference of two In- 
puts. Internal delay 
line. Internal sync- 
mg off one channel 
when in Chopped 
or Alternate mode. 


1403 A 


Single-channel; 

Differential input 


0.1 cps - 400 kc 


10 fiv. cm 


Selectable upper 
and lower cut-off 



TIME DOMAIN REFLECTOMETER 





Fast step generator 
1415A and sampling chan- 
1 net 


Risetime: 
150 psec 


1 mv cm 


Max sweep speed: 
1 nsec cm 



SWEEP GENERATOR PLUG-INS 



Model Description Sweep ranges 


Magnifier 


Features 


L43M 


Triggered sweep 


05 j.sec cm to 
5 sec cm 


X1Q 


Automatic trigger- 
ing; single sweep 


U21A 


Two sweep genera- 
tors for delaying 
sweep 


01 ^sec cm to 
1 sec cm 


X5 


Automatic trigger- 
ing: single sweep 
mixed sweep Sweep 
delay: 0.1 ;„sec to 
10 sec 



"All dc amplifiers have optional ac coupling 
*Up to 6 cm deflection: 15 Mc g 10 cm 
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two channels when that is a J van- 
tageous. 

1 he value of this arrangement 
and the fact that a single plug- in 
tan be and is advantageous has 
already been established. The front 
cover, for example, shows a new 
type of plug-in which encompasses 
both channels. 

This n^w plug-in adapts the os- 
cilloscope to pulse-echo evaluation 
of the quality of transmission line 
systems with signals having band- 
widths extending up into the giga- 
cycle (kilomegacycle) region* Meas- 
urements in this frequency region 
are made by a sampling technique 
with all the necessary pulse and 
sampling circuitry contained com- 
pletely within the one plug- in. The 
basic oscilloscope is changed from 
real-time to sampling operation 
simply by a change of plug* ins. 

The new plug- in arrangement, 
together with the variety of plug- 
ins that have been designed, makes 
the new OSCilioscOpe unmatched in 
its class as to the measurements it 
will make, l ; urt her, the arrange- 
ment provides an inherent guard 
against obsolescence, since it is 
adaptable to future developments in 
the electronics art. 

The acrual frequency coverage 
and voltage sensitivity of the oscil- 
loscope are determined primarily by 
the plug-ins selected. As shown in 
the accompanying table, plug- ins 
have been designed to permit meas- 
urements to above 20 megacycles 
and down to 10 microvolts per cen- 





Fig* 3 V" Model 1-fOA Oscilloscope accepts tiro small- she 

plug-ins of out douhh-stzt phtg-itt. tn-rt hiing ht flailed h\ Philip 

G, Foster, hp- mechanics! design enghteet. Plug-in com part mtnt 

has remoiahU divider shield to accommodatt either stzi, 



Fiii. 2. Oscillogram of sttp response of 
Model 1402 A Aual-ihatMil 20+ntegatycfa 
plug- ifi opt rating in Moth I 14(1 A Qscilio- 
seopt Sweep tpeed is 20 met 



time ten In addition, of course, the 
sampling technique enables the 
study of signals with rise times ex- 
tending into the nanosecond region. 
It is also practical to consider the 
use of custom-built plug- ins. 

Since the actual functional capa- 
bilities of the OSGillOSCOpe are de- 
termined by the plug-ins, the 'main 
frame" is designed as a display de- 
vice and as a power supply both for 
the CRT and the plug- in*. The 
power supplies have been designed 
with ample margin to power pres- 
ent and future plug- ins, A total of 
140 watts of regulated dc power, for 
example, is available to the plug- 
ins. 

CRT 

The overall simplicity of the 
oscilloscope circuitry has been per- 
mitted to a large extent by che use 
of a special cathode-ray tube de- 
signed in the -hp- crt labor. 
1 he new tube is of the " radial- 
field*' type developed for the ~hp- 
Model 175A 50-megacycle oscillo- 
scope and is described in another 



article herein. In this tube equal 
sensitivities are achieved for the 
horizontal and vertical deflection 
characteristics, thus permitting 
identical plug-ins to be used in each 
channel such as when X-Y displays 
are required. 

The new cathode-ray tube is a 5- 
inch size and, in contrast to the 
smaller dimensions that have gen- 
erally prevailed, h.is i vertical de- 
flection of M* centimeters. The gra- 
ricule for die tube is the -hp- de- 
veloped internal type which has no 
parallax error. The tube Front is 
treated so that reflections from its 
face are essential Iv non-existent. 

The crt is operated at a high u 
cetera ting voltage of 7.5 kv. This 
level, together with alum ini/at inn 
of the tube and other factors, gives 
a bright trace and a writing rate 
compatible v% ith the speed of the 
plug-in amplifiers. 

VERTICAL SYSTEM 

Undoubtedly the most represent- 
ative usage situation for an oscillo- 
scope of this type is one in which an 
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Fig, i. High stability of Model Not) A \0Q t*t'/cm amplifier is shou n 

hy one-hour recording of tic drift. Major vertical A hit ions represent 

0J mi referred to plug-in tnp/if. indicating drift of less than 0.2 

mv hom after iiiirm-up. 

amplifier-type plug-in is desired tor noise such as the I f noise from ex- 

the vertical system and a sweep terna I semi-conductor circuits under 

generator for the horizontal. It is test. 

thus incumbent upon the designers Between these two amplifiers are 

to make available a broad variety of additional amplifiers whose charac- 

plug*ins to meet foreseeable appli- teristics art- arranged in a series of 



cations. 

For the vertical system the plug- 
ins that have been designed include 
on the one hand the wide- band, 
dual-channel, medium sensitivity 
type of plug- in that has been the 
workhorse of high-performance os- 
cilloscopes. The plug- in of this class 
that has been designed for the oscil- 



graded steps. Most measurements 
can thus he met with instrument 
characteristics approaching the op- 
timum permitted by the state of the 
art. All of the amplifiers have been 
designed to achieve high dc sta- 
bility* This is demonstrated in Fig, 
4 which shows on an enlarged scale 
the slight dc drift in one of the 



is approximately 0,2 mv hour, 
which is approximately die same as 
that permitted by vacuum tubes 
themselves 1 . 



i Valley and Wall man, Vacuum Tube AmpU- 
tier&, MIT Had. Lab. Series No, 18; P. 412. 



loscope has a number of pertinent high-sensitivity plug-ins, This drift 
features to facilitate measurements. 
Bandwidth of each (identical) chan- 
nel is in excess of 20 megacycles, 
while sensitivity is 5 millivolts 
centimeter. The quality' and speed 
of the step response of this plug- in 
are indicated in the oscillogram of 
Fig, 1. The plug- in also includes a 
built-in delay line which enables 
viewing the portion of the wave- 
form that triggers the sweep. 

At the opposite end of the \er- 
tical plug- in group is a differential- 
type amplifier that has both a very 
high common ^mode rejection of 94 
db and a very high sensitivity of 10 
microvolts cm. In this plug- in the 
upper cut-off frequency has been 
made selectable at the front pane! so 
that unnecosarv bandwidth, hence 
unnecessary noise, can be elimi- 
nated from a given measurement. 
Similarly, the lower cut-off fre- 
quency is also selectable to accomo- 
date measurements where it may he 
desired to exclude low- frequency 



MULTIPLE 

X - Y DISPLAYS 

The fact that the cathode-ray tube 

used in the new oscilloscope has 
been designed with equal vertical 
and horizontal deflection sensitivi- 
ties together with the fact that the 
plug-ins directly feed the deflecting 
plates with no intervening circuitry 
enables identical plug-ins to be used 
in the vertical and horizontal inputs 
to obtain identical X- and Y- 
channel characteristics. Hence, X- Y 
displays such as Lissajous figure* can 
be obtained by inserting identical 
plug- ins in each channel If two 
single -channel plug- ins are used, a 
single X-Y display will be ob- 
tained. However, dual or four- 
channel amplifiers can be used to 
obtain multiple X - Y displays. 

Fig. 6, for example, shows the 
result of using a dual -channel plug- 
in in the vertical channel and a 
single-channel plug- in in the hori- 
zontal channel to display two sepa- 
rate events against a third event. 
Two completely independent dis- 
plays may be achieved by using two 
dual-channel plug-ins. Similarly, 
four independent displays may be 
achieved by using two four-channel 
plug-ins (to be available). 

HORIZONTAL SYSTEM 

Since the character of the hori- 
zontal system* like that of the 
vertical, is determined by the plug- 




Fig. V -/*/'■ Model I Iff A Oscilloscope being m*d 
mik Model 140% A 10 Pi cm at differential plug-in. 
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Fig, 6, Dtiai X - Y displays eon bt of?- 
ttuntti with ni.u oscilloscope, OS tbown 
hy abpVi un #it -* xpos urv as till og r u m <*j m - 
paring phasei at two difjtretU places in 
test Circuit, 



ins used, it is not necessan to pre- 
scribe the future use of the oscillo- 
scope 10 the irrevocable way that it 
is when the horizontal system Is 
self-contained. For example, a 
choice between a delayed*type or a 
non-delayed type sweep system can 
be altered at any future riffle to suit 
the instrument to changing appli- 
cations, 

Two plug- ins have presently been 
designed for the horizontal system. 
Both art; time base units, one being 
a general-purpose time base and the 
second a time base %vith delayed - 
sweep arrangement. Both arc de- 
signed as high-performance units 
which are unsurpassed as to their 
general flexibility. Performance 
data are given in another Section 
herein, 

REFUCTOMETRY 

As mentioned earlier, the anu- 
obsolescence factor of the new os- 
cilloscope is well demonstrated by 
the development of the I imc 
Domain Refleetometer plug - in. 
This plug* in converts the oscillo- 
scope to a sampling-type system 
with more than a 2.>gigacycle 
bandwidth- It also con tains an in- 
ternal step generator providing tor 
external use a very fast step with a 
rise time of less than i0 picoseconds. 

The has is of operation of the 

plug in is shown schema ficalh in 
Fig. 7. The internally -gene 
step is connected to the external 
transmission system to he tested. 



Discontinuities and impedance mis- 
matches in the external system will 
then reflect a portion of the step and 
this reflection will be displayed foi- 
I owing the leading edge of the step 
Itself, The magnitude of the dis- 
played reflection is then a direct 
measure of the magnitude of the 
reflection coefficient of the disconti- 
nuity, while the time-position of the 
displayed reflection is a direct meas- 
ure of the physical location of the 
discontinuity in the transmission 
system- Reflections as low as ll.P'r 
can be measured, and multiple dis- 
continuities physically spaced as 
close as 1 cm on a typical transmis- 
sion system can he resolved. 

Additional information on the 
Refleetometer plug-in and its uses 
is given later herein in a separate 
article. In addition, an earls issue ot 
the Hewteii-Packord Journal will Jis- 
CUSS the general subject of time 
domain reBectometry in detail, 

\?q CALIBRATOR 

Among other matters of interest 
about the oscilloscope is the internal 
calibrator which provides LO-Volt 
and 1-volt line frequency square 
waves at the panel for probe com- 
pensation, amplifier gain adjust- 
ment, and sweep time calibration. 
The calibrator amplitude is accu- 
rate Within V '< over a range of 
■ Hi C from the temperature at 
which it is calibrated, while o\er 
the much wider range of from C 
u> S5 C it is accurate within - 3%. 

FUTURE PLUG-INS 

The possibilities for future plug* 
ins are practical!) unlimited. In the 
near future there will be available- 
two new vertical amplifier ph 
One will be a four-channel plug-in 
with a bandwidth extending from 
dc to IS or more megacycles. The 
id will be a dual -channel dc to 
5 megacycle amplifier with a maxi- 
mum sensitivity of 10 mv cm. This 
plug- in will not include the delav 
lines or s\ nc amplifier of the present 
Jo- megacycle dual -channel ampli- 
fier. 
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F i g , 7, /v i fh t tomtit r p lug in g i ti i rat * i 

ttr\ fast step l*u for testing external 
systems. Mismatches hi syittm rvfivcts por- 
tion of *up (b). permit ting magnitude 
and location of mismatch to be identified. 



GENERAL 

The oscilloscope includes the 
convenient -hp- beam finder control 
on the front panel to facilitate 
locating an off-screen trace. The ex* 
ternal Z-axis modulation input is 
located on the rear panel. 

The cabinet is the new hp- mod- 
ular stv le which can be used on the 
bench, stacked with other -hp- in- 
struments, or rack mounted. Depth 
behind panel is 16- inches. 

I he oscilloscope is fan cooled and 
weighs approximately 45 pounds 
including plug-ins. 
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THE TIME DOMAIN REFLECTOMETER 
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Fig, i. Time Domain Reftectometer plug- 
in f/jf>- Model 141 5 Ah has u-l I -contained 
fast-Step generator and iampiing oscillo- 
scope channel. 




































































































Fig. 1. Impedance mismatch between fO- 
ohm coaxial cable and ohm termination 
h shown by oscillogram modi with ■/>{>- 
Model 140 A on-ill as cope and Modi I 14 \ $A 
tim.i Domain Reflect omeief plug~im Sharp 
tpiJet ti >>idt\ from indue tana of termina- 
tion leads. Bright dot corresponds to set" 
; ta/ibraltd dial on delay control, 
pt rmitting quick location of discontinuities* 
(Sweep speed: i met cm) 




Fii;, 3 Different* in cable impedances i$ 
shown by this oscillogram* Initial portion 
of step represents ? ft of 50-ohm cable. 
Rune J portion i> caused by %ft cable that 
has 52'okm rmpedanee. Remaining portion 
of step ti prt 1 1 tti i $0*0 km table termination. 



HIGH -resolution time -domain 
refiectometry measurements 
arc made practical hy the Model 
1415A I DR plug~in for the Model 
1 iOA Oscilloscope. Time domain 
refiectometry is a relatively new 
i m ped a nee - measu renien t technique 
which gives accurate, quantitative, 
easy-to- interpret information about 
mismatching, loss, reflection coeffi- 
cients* and other parameters of elec- 
trical transmission systems** 

The technique, analogous to the 
pulse- reflection principle used in 
radar, has been used for some time 
as a means of locating faults on 
long electric power and telephone 
transmission systems. The extreme- 
ly line resolution available in the 
Model 1415A, however, enables ap- 
plication of the pulse -reflect! on 
technique to systems with much 
smaller dimensions. The Model 
I fT5A plug in with the Model I fOA 
Oscilloscope displays cable discon- 
tinuities separated by only fractions 
of an inch. 

In the new plug-in* a step is 
generated and sent into the trans- 
mission system being studied. Im- 
pedance variations reflect the 
incident step just as physical ob- 
jects reflect the pulsed RF energy 
ol a radar set. The CRT display, 
corresponding rough 1) to a radar 
A -scope presentation, shows the lo- 
cation, magnitude, and type of im- 
pedance variations which cause the 
reflections. 

1 he plug- in contains a fast tun- 
net-diode generator tt SO ps) and 
a 50*ohm sampling oscilloscope 
channel. The system risetime is less 
than 1^0 ps, corresponding to a 
bandwidth of more than 2,^ Gc, 
The extremely fast risetime permits 
resolution of impedance discontin- 
uities spaced as closely as 1 cm. 



"H Hafverson* "Testing Microwave Trans- 
mission Lines Using the Sampling Oscilfo- 
scope/ Electronics. 30 June 61. 



The fast risetime and high sensi- 
tivity of the Model 1415A open the 
way for a w T ide range of uses* A 
typical application concerns the 
measurement of reflections intro- 
duced by cable terminations, as 
shown in Fig. 2. Here, the step stim- 
ulus is seen by the scope as it passes 
through the sampling gate before 
entering 3 ft, of 50-ohm cable. The 
sharp spike is a reflection caused 
by inductance in a 39 ohm resistor 
across the end of the cable. The im- 
pedance mismatch between cable 
and resistor causes the negative step 
following the spike. 

Evaluation of cable impedances 
represents another application. Fig. 
^ shows a raised portion cm the step 
caused by a 5-fi. section of 52-ohm 
cable connected between a true 
50-ohm cable and a 50- ohm ter- 
mination. Fig t i demonstrates how 
l! discontinuities along a sec- 
tion of transmission line can be 
located easily and analyzed sepa- 
rately, a difficult task to perform hy 
conventional standing-wave meas* 
ure me n is. Fig. 4 also shows the 
ability of time domain refiectometry 
to distinguish small discontinuities 
in the presence of large ones. 

I he Model 1415A can be used in 
the rertectometer mode with trans- 
mission systems up to 1000 feet in 
length. A calibrated delay, using a 
moveable bright dot on the trace as 
an indicator, greatly simplifies lo- 
cation of an impedance discontinu- 
ity and enables precise measurement 
of time displacements, Reflections 
of UHK7 down to 0.1$ can be 
observed because of the large 
amount of vertical magnificat ion 
that is possible without overload. 
This is a dynamic range of 60 db. 

In addition to its applications in 
re flee torn e i ry . t he Model I i 1 5 A i s 
useful for transient response meas- 
urements of the transmission char- 
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Fig. 4* \ ft it una system is examined here 
with lime Domain Rtfi&ctomeier* Vari- 
ous impedance discontinuities can be 
identified u-parately and located by posi- 
tion on trace. Shape of reflection dis- 
closes nature of discontinuity* 



THE RADIAL FIELD 
CATHODE-RAY TUBE 
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accen sties of filters, cables, attenu- 
ators, and so on. Also, since the 
Model 1415A contains both a fast 
rise time pulse generator and a 
sampling oscilloscope channel, it ot- 
ters an inexpensive means of meas- 
uring the metime of amplifiers. 
With a system risetime of less than 
150 ps when used in this manner, 
the Model 1 \ L5A is capable of meas- 
urements on all but the fastest 
state-of-art circuits* 

The Model 14 ISA also serves as 
a sampling oscilloscope for the study 
uf waveforms in fast pulse circuits, 
provided that the circuits are ca- 
pable of being triggered at the foced 
200 kc sampling rate* The plug- in 
has a manual scan capability, and 
also has signal outputs for record- 
ing the CRT display with larger 
dimensions on an X-Y recorder. 

-f it R, HpgUi 




Fig, 5, Step generator in Hefiectometer 

has ?0 ohm soura imptdamt which ab- 
sorbs reflections traveling hack through 
Sampling Catt. 



i m \ ed mt »/» in m w t Kl U \ mhtates post-acceL rai 

lines of force; resulting cquipcientsm (urfacei an spherical* 



HIGH deflection sensitivity and a large, bright dis- 
play are realized in the new cathode-ray tube used 
in the Model I tOA Oscilloscope. In contrast with con- 
ventional cathode-ray tubes in which high post-acceler- 
ating potentials* necessary for brightness, reduce deflec- 
tion sensitivity and limit the vertical scan, the new tube 
achieves a sensitivity for both vertical and horizontal 
deflection of 12.5 v cm and a 10 cm scan with an acceler- 
ating potential oi 7*5 kv. 

In a conventional tube, fringing electrostatic fields 
around the exit side of the deflection region tend to bend 
the electron beam back toward the longitudinal axis of 
the tube. This does not occur in the radial electrostatic 
held developed in the cathode* ray tube used in the 
Model 140A. 

In the radial held tube, a hue-grained, curved, high- 
transmission metallic mesh is placed on the exit side of 
the deflection area. The mesh establishes a ground plane 
for the post-accelerating field so that the resulting equi- 
potential surfaces are truly spherical, creating a radial 
electrostatic field. N T ot only does this field prevent scan 
demagnitication when a high post -accelerating potential 
is used, hut it actually achieves a small degree of lit 

i magnification. Deflection defocusing likewise is min- 
imized, though a front panel astigmatism control is pro- 
vided to compensate for any shift in the dc level at the 
deflection plates as plug- ins are changed. 

The new tube also features the popular -hp< internal 
graticule, which eliminates viewing parallax by placing 
the graticule in the same plane as the phosphor. In less 
otherwise specified* the P3 1 phosphor, the brightest as 
well as the most burn-resistant of the general pur p. 
phosphors, is supplied in the CRT, 
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AMPLIFIER PLUG-INS 




MODEL 1400A 
100 MICROVOLT CM 

DC DIFFERENTIAL 
AMPLIFIER 



«— ^ 



MODEL 1401A 
1 MILLIVOLT /CM 

DUAL-CHANNEL 
DC AMPLIFIER 



5? 
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FOUR amplifier plug- ins for use with 
the I id A oscilloscope ate described 
here, Sensitivities :ind bandwidths avail* 
able in these four plug-ms enable them 
to perform an exceptionally wide range 
of measurements A description of an- 
other plug-in, the Model I * I >A Time 
Domain Reflectometer, is given on p, 6. 

MODEL 1401A 

1 MV CM DUAL CHANNEL PLUG-IN 

This general-purpose dual channel am- 
plifier, with an upper frequency response 
higher than 4>0 kc* is well suited for 
the majority of low-frequency laboratory 
and testing applications. Either amplifier 
channel may be viewed individually, 
or both channels may he displayed to- 
gether., cither alternate!) during succes- 
sive horizontal \h§rn4tU iiiulLi 
or during the same sweep by giiting the 
two .irupliher-v alternately ai a 100 Li 
mie {Chopped mode). 

the difference between the two input 
signals is presented when the plug-in ^ 
-w itched to the A'B mode. Common- 
mode rejection ol at least 40 db i* 
achieved when the amplifier is thus used. 
Since each input has a separate attenua- 
tor, signals of widely differing magni- 
tudes can ol accommodated, 1 hi*, can be 
useful tor such purposes as examining 



the distortion products of an amplifier by 
applying th* amplifier output to one 
scope channel while the amplifier input 
is "subtracted' from the displayed wave* 
form through the other scope channel. 

The ds. stability, ui this plug-in is ex- 
cellent. I L however, a dc reference i^ no! 
important, dritt can be eliminated com- 
pletrh hy switching the front panel 
Amplifier ii-Di control to AC. This 
increases the amount or feedback at !ow 
frequencies by placing a capacitor in 
series with a resistive divider in the feed* 
back network. Hie lim frequency s db 
limit then is 10 * p^ on the 1 m\ cm at- 
tenuator range, and is proportionated 
lower on the less sensitive range*, being 
approximate!) I cps on the 10 m\ cm 

range. 

\ choice of tli i»r ac toupling is also 
provided at the input. When the input 
is ,u lou pled, voltages Up to fit Ml \ohs 

of! ground ma\ be applied. I he low 
frequency S Jb point in this ease is be- 
low 1 

The three-stage hybrid tube-transistor 
amplifier h.is a high enough open-loop 
gain to insure that the closed-loop gain 
is determined essentially b\ the feedback 
resistors, Overall calibration therefore js 
tittle affected by variations fn tufa and 
transistor parameters. 



MODEL 1400A 

100 ' V CM DIFFERENTIAL AMPLIFIER 

Phis amplifier is especially suited for 
tow-level measurements of signals thai 
have an essential dc component, as in 
tests, involving thermocouple, strain gage 
or other slow ly - v ary ing signals. I In 
amplifier achieves its high performance 
through use ol a four-stage, hybrid tuhe- 
transistor circuit similar in concept to the 
amplifiers used in the hp 1 stK sensitive 
dc oscilloscope^ 

IK stability is an important character- 
istic of this amplifier. Extreme care has 
been taken to minimize all sources ol 
drift so that tlie drift rate is representa- 
tive of the state-of-the-art in direct- 
coupled amplifiers designed t^r consider- 
able ac bandwidth. The dc drift pi a 
t\ pic al [400 A plug-in is illustrated in the 
recording of Fig. I on p, i. 

The balanced amplifier configuration 
permits two inputs which may be used 
together or separately. A positive voltage 
at the j- input deflects the trace up- 
wards while a positive voltage at the 
— htpitt deflects the trace downwards. 

When both inputs are used, the difference 

between the two applied signals is dis- 
played. Fig. I shows how hunt pickup 
and other unwanted common mode sig- 
nals are removed from the desired wave 
form when the amplifier is thus used. 

A three position slide sw itch at each 
input allows lM r coupling, AC coupling, 
or an OFF position. OFF opens the signal 
path ,md grounds the corresponding in- 
put grid %o that the opposite in pur ma) 
be used for single-ended signals. 



■J C Btratftman, "A DC- 500 KC Oscilloscope 

with Extended Measurement capabilities," 
Hewlett-Packard Journal, Vol. 13, No 12, 
August L9&2. 




j i _ I f}fiifhIt-txpo i u f t \ i i Ita g t .; /// 
tboui bou hum and other transients in 

tau fh cancelled oni h\ nst ^ T 
fiitfttitifi,tl connection tt$ provided &*t 

a mp lr fit / plstg*im . 
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hi applications where the full ampli- 
fier bandwidth is nm required, noise 
mmponun^ can be reduced hy restricting 
the amplifier passband (similar to the 
sii;nal-to-noise improvement shown in 
Fig* 2 for the Model 1403A amplifier*. 
A front panel switch allows the u^er 
co select upper bandwidth limits <>r ino 
kc, fO kc, «>r 4 kc. 

Hi&h gain stability is achieved through 
a lar^e amount of degenerative feedback. 
Open loop gain is so high that i LuscJ 
loop #aiu is completely determined b\ 
the feedback resistors, insuring stable, 
long-term calibration. The eleven most 
sensitive attenuator ranges, from KM* 
u\ cm to 0.2 \ cm, are selected b\ chan^- 
inj* the feedback factor, A frequency 1 
compensated attenuator at each amplifier 
input extends these ranges up to 20 \ uir 

In those situations where dc coupling 
is not necessary, drift is eliminated com- 
pletely by a front panel sw itch which 
inserts a capacitor into the feedback net- 
work, as was described for the 1401 A 
dual-channel plug-in. The lower cut-off 
frequent) then is 20 cps, at the highest 
amplifier sensitivity (100 , rj v tun and it 
decreases proportional!) m sensitivity is 
reduced. 

On less sensitive ranges (50 tm un 
and above), dc drift is insignificant. 
Hence, these ranges are always de- 
coupled to eliminate the long recover) 
times character! nuphng follow- 

ing an overload. 

MODEL 1403A 

10 ,"V CM DIFFERENTIAL AMPLIFIER 

The 1 4 03 A 10 mv cm ac- coupled amp 
lifier plug-in is intended for applications 
requiring the highest sensitivity which 
can be obtained practically at reasonable 
bandwidth and price. Besides high sensi- 
tivity and wide bandwidth, this ampli- 
fier has low noise and extremely high 
Common mode rejection. Although de- 
i tor balanced signaU on all sensi- 
tivity ranges, the amplifier can he used 
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MODEL 1402A 

5 MILLIVOLT CM 

DUAL-CHANNEL 

WIDE-BAND 

AMPLIFIER 
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MODEL 1403A 

10 MICROVOLT CM 

AC DIFFERENTIAL 

AMPLIFIER 



J 



Fit*. 2 Adjustable biithhtitith of kigb* 
teasiiivity plug-ins can h* used to rmprovt 
tignal-to-noist ratio of few frequency sig- 
nals, as hi this double-exposure oscillogram* 



for single-ended signals simply by switch- 
ing one input to OIK as with the 1400A 
1 nsitive dc amplifier. 

Low amplifier noise is achieved 
through use of high>£ |a premium-quahn 
modes, in the input circuit. On the most 
sensitive range with inputs shorted, noise 
is less than 2<) u\ peak-to-peak with 100 
kc ha ud width. If circumstances allow, 
this noise can be diminished even further 
as shown in Fig. 1 by reducing upper 
and or lower limits. 

Extreme care has been taken to reduce 
hnm interference to a sufficiently low 
level to eliminate the need for a dO-Cps 
tine frequence rejection filter in ihe >ic;- 
nal path. Although such filters can elimi- 
nate residual hum picked up from the 
main frame, they can also severe!} distort 
complex signals. 

High common -mode rejection is im- 
portant in amplifiers which have ex* 
tremeh high sensitivities. When both the 
plus and minus inputs are used to 
measure balanced signals, interference 
puked up on the signal leads cancels it- 
self. The 1403A uses a unitv gain circuit 
which M.-iist.-^ signals that are in pi 
both inputs. The circuit drives the cath- 
ode and plate 'lupplits uf the input stage 
accordingly so that the common -mode 
signal does not change the input tube 
operating point-.. I'his arrangement gne-s 
a common -mode rejection on the most 
sensitive ranges ot at le;isr JM db for in- 
terference between III CpS and 10 kc up 

to |0 volts peak-to-peak in amplitude. 



The input resistance is 10 megohms 
for each input and is always ac*COtipled, 
allowing dc isolation up to 600 volts. 

A I iit\ l Kc^Sf/t i position on the hand- 
width switch grounds the amplifier 
coupling capacitors to quickly drain any 
charge accumulated during a severe over- 
toad. 

MODEL 1402 A 

WIDI BAND PLUG-IN 

The 1402 A dual-channel wide- hand 
plug- in is suitable for a hroad range of 
applications because of the 5 tnv cm 
sensitivity that this plug-in provides 
along with its wide bandwidth. Clean 
transient response (Fig* 2 on p. sj makes 
this a useful instrument for video and 
fast pulse waveforms. Bandwidth is such 
that a swept frequency signal, referenced 
to a 6*cm d efi ect ion amplitude at I < I \ v 
frequencies, is no more than ^ db down 

at 20 Mc Tor signals referenced CO a full 
10-cm deflection, the J db point is above 
15 Mc. The amplifier's lineariu is such 
that signals can be positioned anywhere 
within the display area without distor- 
tion of the waveform. 

A dual-coaxial delay cable is included 
in the signal path to permit the leading 
edge of the signal which initiates the 
sweep trigger to be visible at the start of 
the sweep, A sync amplifier, placed ahead 
of the delay line, can be switched by a 
front panel switch to operate from one 
channel only, enabling stable, internal 
triggering from the one signal even when 
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che plug-in is in the Chopped mode of 
operation. 

The two channels may each be used 
alone, or presented at the same time in 
either the Alternate or Chopped modes. 
In addition, they may be summed alge- 
braically; a polarity-reversing switch on 
one channel enables the oscilloscope to 
present either the sum or difference of 
the two input signals. 



SWEEP GENERATOR 
PLUG-INS 



MODEL 1420A 

SWEEP GENERATOR PLUG-IN 

The Model I420A is a general-purpose 
time base plug- in which has fast sweep 
speeds and hi^h- frequency triggering 
Capabilities to make it compatible with 



wide-band vertical amplifiers as well as 
those with the narrower bandwidth 
limits, Twenty-two calibrated sweep time 
ranges from y sec cm to 0.5 Msec em are 
provided, all of these being calibrated 
typically within ['%. A > 10 magnifier, 
useful on all sweep ranges, extends the 
fastest sweep speed to 50 usee cm. 

Excellent sweep linearity, even at the 
fastest sweep speeds, is achieved through 
use of a Miller integrator sawtooth gen- 
erator, a differential eascode sweep ampli- 
fier, and cathode follower drive to the 
CRT deflection plates. 

Automatic triggering, which displays a 
baseline at a 4()-cps rate in the absence of 
an input signal, can be used with signals 
up to 500 kc that produce more than 
± ] 2 cm deflection. No adjustment of the 
trigger level control is required in the 
automatic mode. Optionally, the auto- 
matic triggering feature may be disabled 
so that any amplitude level on the input 




Fig. 3. Freedom from trigger jitter in dem- 
onstrated by this ] -second exposure with 
Model 1 420 A Sweep Generator triggering 
from displayed 20 Mc sine wave. 



signal may be selected as the triggering 
point. This is effective on signals of 
frequencies up to 20 Mc t as shown in Fig. 
3. Front panel switching also permits 
single-sweep operation, useful for photo- 



AMPLIFIER PLUG-INS 



SPECIFICATIONS 

-fcp- 

MODEL 1400A 

DIFFERENTIAL AMPLIFIER 

SENSITIVITY: 
100 juv/cm to 20 v cm; 17 calibrated 
ranges in I 1 2 t 5, 10 sequence. Ver- 
nier allows continuous adjustment be- 
tween calibrated ranges and extends 
minimum sensitivity to at least 50 
v/cm. 
ATTENUATOR ACCURACY: 

l 3%, 
BANDWIDTH: 
UPPER UMITj Switch selected at front 

panel? 400, 40, or 4 kc. 
LOWER LIMIT; Jnput and amplifier 
coupling set to DC; dc. Input set to 
DC and amplifier set to AC: dc from 
20 v, cm to 50 mv/cm; approximately 
0.1 cps on 20 mv/cm , increasing with 
sensitivity to approximately 20 ops at 
0.1 mv/cm. Input set to AC and Amp- 
lifier set to DC: 2 Cps, 
DIFFERENTIAL INPUT: 

Differentia] input may be used on all 
attenuator ranges. Common mode re- 
jection is at feast 40 db on 0.1 mv/cm 
to 0.2 v/cm ranges {signal not to ex- 
ceed 4 volts peak-to-peak), at least 
30 db on 0,5 v/cm to 20 v cm ranges 
(signal not to exceed 40 volts peak-to- 
peak on 0.5, I, and 2 v/cm ranges and 
400 volts peak-to-peak on 5 P 10 n and 
20 v/cm ranges). Measured at 1 kc. 
INPUTS: 
Two BNC signal jacks. AC or dc coup- 
ling of either or both inputs. Isolation 
between inputs at least 30 db. 
INPUT IMPEDANCE: 

1 megohm shunted by A5 pf r constant 
on all attenuator ranges, 
MAXIMUM INPUT: 

600 volts (dc -I- peak acl, 
PRICE: 
$210.00 



TENTATIVi SPECIFICATIONS 

-hp- 

MODEL 14Q1A 

DUAL TRACE AMPLIFIER 

MDDE OF OPERATION: 

1. Channel A afone. 

2. Channel B alone. 

3. Channel A and Channel B displayed 
on alternate sweeps, 

a. Channel A and Channel B switched 
alternately at approximately 100 kc 1 



with trace blanking during switching, 
5. Channel A minus Channel B. 
SENSITIVITY: 

Each channel has sensitivities from 1 
mv/cm to 10 v cm in 1, 2, 5, 10 se- 
quence. Vernier allows continuous ad- 
justment between calibrated ranges 
and extends minimum sensitivity to 
at least 25 v/cm. 
ATTENUATOR ACCURACY: 

J 3%. 
BANDWIDTH: 

Input and Amplifier coupling set to DC; 
dc to 450 kc. Input set to DC and 
Amplifier set to AC: dc to 450 kc for 
sensitivity from 50 mv/cm to 10 vcm: 
from 1 mv cm to 20 mv cm, lower 
cutoff depends on sensitivity: approxi- 
mately 0.5 cps (to 450 kc) at 20 mv cm 
and 10 cps (to 450 kc} at 1 mv/cm. 
Input set to AC and Amplifier set to 
DC: ? cps to 450 kc, 
DIFFERENTIAL INPUT: 
Both channels f with associated atten- 
uators, may be switched to one chan- 
nel to give differential input, 
COMMON MODE REJECTION: 
At least 40 db on 1 mv cm to 0,1 v/cm 
ranges f signal not to exceed 4 v peak- 
to-peak), at feast 30 db on 0-2 v/cm 
to 10 v/cm ranges {signal not to ex- 
ceed 30 v peak-to-peak on 0,2, 0-5, 
and 1 v/cm ranges and 400 v peak-to- 
peak on 2, 5, and 10 v. cm ranges), 
Measured at 1 kc, 
INPUT IMPEDANCE: 

1 megohm shunted by 45 pf. 
MAXIMUM INPUT VOLTAGE: 
600 volts fdc 4- peak ac), 
POLARITY OF PRESENTATION: 

+ up or — up selectable for Channel A, 
PRICE: 
$325,00, 



TENTATIVE SPECIFICATIONS 

-hp- 

MODEL 1402A 

DUAL TRACE AMPLIFIER 

MODE OF OPERATION; 
t. Channel A alone. 

2. Channel B alone. 

3. Channel A and Channel B displayed 
on alternate sweeps. 

4. Channel A and Channel B switched 
alternately at approximately 100 Re, 
with trace blanking during switching. 

5. Channel A plus Channel &] differen- 
tial operation obtained by inverting 
polarity of Channel A. 

SENSITIVITY: 

Each channel has sensitivities from 5 
mv cm to 10 v cm in 11 calibrated 



ranges in 1, 2 r 5, 10 sequence. Ver- 
nier allows continuous adjustment be- 
tween calibrated ranges and extends 
minimum sensitivity to at feast 25 

ATTENUATOR ACCURACY: 

BANDWIDTH (6 cm reference signal): 

DC COUPLED: dc to 20 Mc 

AC COUPLED: 2 cps to 20 Mc. 
SIGNAL DELAY: 

Signal is, delayed so that, leading edge 
of fast rise signal which triggers 
sweep is visible at start of sweep. 
JNPUT IMPEDANCE: 

1 megohm shunted by 35 pf. 
MAXIMUM INPUT: 

600 volts (dc - peak ac), 
PRICE: 

$550,00. 



TENTATIVE SPECIFICATIONS 

-hp- 

MODEL 1403A 

AC DIFFERENTIAL AMPLIFIER 

SENSITIVITY: 

10 juV-'Cm to 100 mv cm m 13 calibrated 
ranges in I, 2 r 5 r 10 sequence. Ver- 
nier allows continuous adjustment be- 
tween calibrated ranges and extends 
minimum sensitivity to at least 250 
mv/cm, 
ATTENUATOR ACCURACY: 

f-3%. 
BANDWIDTH: 
0.1 cps to 400 kc maximum; upper and 
lower limits selected independently 
with front panel controls. 
DIFFERENTIAL INPUT: 

Differential input available on all atten- 
uator ranges. Common mode rejection 
may be adjusted to at least 94 db on 
air ranges for Input signals from 10 
cps to 10 kc and up to 10 volts peak- 
to- peak. 
INPUT IMPEDANCE: 
10 megohms shunted by approximately 
50 pf. 
INPUTS: 
Two BNC signal jacks. AC coupling of 
either or both inputs. Isolation be- 
tween inputs at least 60 db, 
MAXIMUM INPUT: 
600 volts (do i peak ac). 

NOISE: 
Less than 20 ftv peak-to^peak at 100 kc 

bandwidth. 
PRICE: 

5350.00. 



Prices f.o.b. factory 
Data subject to change without notice. 
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graphing, single transients. 

The Model I420A includes a de- 
coupled horizontal amplifier input so 
that external signals may be used to drive 
the CRT trace. Sensitivity of this input is 
either 1 v cm or 100 mv/cm, depending 
on whether the sweep magnifier is in the 
x 1 or x 10 position. 

MODEL 1421 A 

DELAYING SWEEP PLUG-IN 

The Model 1421 A incorporates two 
swap generators into one plug-in which, 
along with simplified operation, includes 
tunnel-diode triggering and pick-off cir- 
cuits for minimum jitter. A maximum 
sweep speed of 20 nscm, automatic trig- 
gering, and the AUxed Sweep mode of 
operation make this plug-in the most 
versatile of its type, 

The 1 42 1 A Time Base has six modes 
of operation. In the Normal mode the 
sweep operates in conventional fashion. 
In i hi: two Ittffusifit'tf modes, a brighten- 
ed portion of the trace shows the start 
and duration of the faster delayed sweep 
(upper trace in Fig* 4). With the mode 
switch turned to one of the two delayed 
sweep positions, the delayed sweep then 
drives the CRT beam so that the portion 
of the waveform previously delineated by 
the brightened segment is expanded to 
fill the screen (middle crate in FJ£- 4). in 
the delayed sweep Trigger mode, the 
delayed sweep starts at the end of the 



MODEL 1420A 
SWEEP GENERATOR 
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MODEL 1421 A 
DELAYING SWEEP 

GENERATOR 



delay interval selected by front panel 
controls. In the delayed sweep Arm 
mode, the delayed sweep is started by ihe 
first trigger following the delay interval, 
liit her Trigger or Arm modes likewise 
may be selected for the Intensified opera- 



tion described earlier. 

The Mixed sweep mode of operation 
generates a time base that changes speed 
during the trace (lower trace in Fig. 4). 
for the initial portion of the trace, a 
relatively slow sweep is generated. At 



SWEEP GENERATOR 
PLUG-INS 

SPECIFICATIONS 

MODEL 1420A 
SWEEP GENERATOR 
INTERNAL SWEEP: 

22 ranges, 0.5 ^sec/cm to 5 sec cm in 
l r 2, 5, 10 sequence. Vernier provides 
continuous adjustment between 
ranges and extends slowest sweep to 
at least 12,5 secern. 
MAGNIFICATION: 
X10; expands fastest sweep to 50 
nseccm. 
SWEEP ACCURACY; 

±3%, typically within - 1%; - 5% 
when magnified, typlcalfy within 
+ 3%. 
TRIGGERING: 

AUTOMATIC^ Base line disptayed in 
absence of triggering signal. 
INTERNAL: 40 cps to 500 kc from sig- 
nals causing 0.5 cm or more defec- 
tion; also from line voFtage. 
EXTERN AL r 40 cps to 500 kc from Sig- 
nals 0.5 v peak-to-peak or more, 
TRIGGER SLOPE: Positive or negative 
slope of external or internal signals. 
AMPLITUDE SELECTION: 

INTERNAL: 10 cps to 20 Mc; 0.5 cm 
vertical deflection required to 10 
Mc, slightly decreasing sensitivity 
to 20 Mc, 
EXTERNAL; DC coupled: dc to 20 Mc ; 
0,5 v p-p required to 10 Mc, slightly 
decreasing sensitivity to 20 Mc. AC 
coupled: 10 cps to 20 Mct 0.5 v p-p 
required to 10 Mc, slightly decreas- 
ing sensitivity to 20 Mc, 
TRfGGER POfNT AND SLOPE: Inter- 



nally from any point on displayed 
waveform or fine voltage, externally 
from any point between — 10 and 
— 10 volts; positive or negative 
slope. 
SINGLE SWEEP: 
Front panel switch selects single sweep 
operation. 
HORIZONTAL INPUT: 
Approximately 1 v/cm or 0,1 u'em sen- 
sitivity, depending on magnifier set- 
ting: dc coupled; input impedance: 1 
megohm shunted by less than 50 pf. 
PRICE: 
$250.00. 

TENTATIVE SPECIFICATIONS 

-hp- 

MODEL 1421A 

TIME BASE AND DELAY GENERATOR 

NORMAL SWEEP 
INTERNAL SWEEP: 
22 ranges, 0,1 ^sec, cm to 1 sec/cm in 

1, 2 r 5. 10 sequence. Accuracy is typ- 
ically wilhin 1%, always within 3%. 
Vernier provides continuous adjust- 
ment between ranges and extends 
slowest sweep to at least 2.5 sec cm. 
MAGNIFICATION: 
X5, expands Fastest sweep Id 20 nsec- 
cm. Accuracy is typically within 3%, 
always within 5%. 
TRIGGERING: 
AUTOMATIC: Base line displayed in ab- 
sence Of input signal. 
INTERNAL' 40 cps to greater than 20 
Mc from signals causing 0,5 cm or 
more vertical def lee Mori j also from 
line voltage. 
RXTERNAL: 40 cps to greater than 20 
Mc from signals 0,5 volt pea Ma- 
peak or more. 
TRIGGER SLOPE: Positive or negative. 
AMPLITUDE SELECTION: 

INTERNAL: 10 cps to greater than 20 



Mc from signals causing 0.5 c:m or 
more deflection; also from tine volt- 
age. 
EXTERNAL: DC to greater than 20 Mc 

from signals 05 v p-p or more. 
TRIGGER POINT AND SLOPE; Inter- 
nally from any point on displayed 
waveform, externalh/ from any point 
between - io and ! 10 volts; posi- 
tive or negative slooe. 
SINGLE SWEEP; Fronl panel switch 
selects single sweep operation. 
DELAY FUNCTION 
DELAYED SWEEP: 
22 ranges, 0.1 ^±sec cm to 1 sec/cm in 
1, 2 r 5, 10 sequence. Accuracy is typ- 
icaily within 1%, always within 3%. 
DELAY TIME: 
Continuously variable from. 0.1 psec tn 
10 sec. 
ACCURACY; 

^l°/a> Incremental delay accuracy is 
Within 0.2%. Time jitter is always less 
than 1 part in 50,000. 
DELAY FUNCTION: 

Mixed sweep. Intensified sweep, trig- 
gered or armed. Dclayrd sweep, trig- 
gered or armed. 
TRIGGERING (of armed Delayed Sweep}; 
INTERNAL; 10 cps lo greater than 20 Mc 
from signals causing 0.5 cm or more 
deflection. 
EXTERNAL: DC to greater than 20 Mc 

from signals 0.5 v p-p or more. 
TRIGGER POINT AND SLOPE: Internally 
from any point of waveform, exter- 
nally from any point from - 10 to 
I 10 volts, positive or negative slope. 
DELAYED TRIGGER OUTPUT; Approxi- 
mately 4- 10 vnlK. 
PRICE: 
5625.00. 

Prices f.o.ix factory 
Data subject to change without notice. 
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Tig. 4. Triple-exposure oscillogram 
Intensified modi of Model 142 i A 
Delaying Sweep Generator in up pi r truce. 
N i > mi n I $ u l t p tf ri as ( R 7 ubiL 1 )e I a y c d 
h^'h /,' w t- rt / > /; tigbu a $ tract, hi m u 1 i U < 
trace, Delayed sweep drivei CRT so thai 
brightened segment of tap trace expands to 
fill tcreen. Bottom trace shows Mixed 
\u i i p opt ration, witb Normal sweep driv- 
ing CRT until fti.stt r, I. in Mtarting Delayed 
sweep catches up and drives ( RT for 
remainder of irate. 



sonic point selected by the defcay tiiru- 
control, sweep speed increases (Fig, 5). 
I his permits detailed examination oi ao 

expanded pan of a poise train while the 
previous unexpended portion is retained 
on the display for reference* 

The delay from the start of the nor- 
mal sweep to the start of the delayed 
sweep is continuously variable from (J. I 
• Minnd to 10 seconds with K7 accuracy. 
Time jitter is less than 1 part in 50,000. 
A delay trigger, occurring: at the end of 
the delay interval, is available at a front 
panel jack for use with related equipment. 

I fie two -.weep time controls are con- 
centric but can he moved iii-dependi-nlly. 
rhe calibrated sweep speedy from I sec 
cm to (U /usee cm, are accurate typically 
within 1 r , . Th e vernier sweep speed con- 
trol extends the slowest sweep ir> £.5 
sei cm, and rhe 5 maejiifier expands 
the fastest sweep to 20 nscc cm for hoth 
time bases. A capacitance driver is in- 







Ftj;, 5. Graph of time pj displacement 
j h f* u i m i\ t J %wei p o p e rat to n of A to a 1 it 
142 J A Sweep Generator, Trace is driven 
initially by Normal su-up nun) overtaken 
by later-starting Delayed sweep, Trai t then 
h driven by faster Delayed sweep for 
remainder of sweep. 



( .iff'oiie-ray tttht in 
sew oscilloscope is 
produced in -bp- 
CRT facility* Tube 
j'i igner David 
< baffee tbi t ks tube 
pi rformance at test 
console* 




eluded in the horizontal amplifier to 
maintain sweep linearity even on the 
fastest expanded sweep speeds. 

Automatic triggering also is provided 
on the Normal sweep in this pluj;-jn %o 
that a baseline is displayed in the absence 
of an input sienaL When triggering from 



a selected amplitude, the sweep i;j: be 
Started at any point on a waveform suj>- 
plied externally or internally. The tunnel 
diode trigger circuit achieves stable trig- 
gering well ht-umd 21) Ml without 
counting down. A separate Iront panel 
switch perm if % single sweep operation, 



SPECIFICATIONS 

-hp- 
MODEL 14QA 

OSCILLOSCOPE 

PLUG INS: 

Accepts L40G series plug-ms; upper com- 
partment for horizontal a*is and lower 
compartment for vertical axis. Center 
shield may be removed to provide 
double-sized compartment for dual- 
axis 1400 series unit. 
CALIBRATOR: 
1 v and 10 v peak-to-peak line frequency 
square waves. Accuracy: ±1% vviihm 
IS to 35 C, - 3% within to 
55 C Risetirne: 0,5 j;sec or less. 
BEAM FINDER: 
Brings trace on screen regardless of 
settrn^ of plug-ins* poEitioYi controls, 
INTENSITY MODULATION: 
Approximately 20 v blanks trace of 
normal intensity, AC coupled input or. 
rear panel 
CATHODE RAY TUBE: 

7.5 kv post accelerator tube with alum- 
mized P31 phosphor {P2, P7, and Pll 
available at no extra charge). Non- 
glare safety glass faceplate, internal 
graticule 10 x 10 cm m cm squares: 
major horizontal and vertical axfes 
have 02 cm subdivisions, 
POWER: 

115 or 230 v I0 a 4, 50 to 60 cps t nor- 
mal 1/ less than £85 watts (depends 
on plug-ins). 
DIMENSIONS: 

!-:e, 9 in, high, 18*b in, deep 
overall. Hardware furnished for quick 
conversion to 8^4 in. x 19 in. rack 
mount. 163 s \ n _ deep behind panel. 
WEIGHT: 

Net, 37 lbs. (without plug-ins}. 
PRICE: 
^575, 00 



TENTATIVE SPECIFICATIONS 

MODEL 1415A 
TIME DOMAIN REFLECTOMETER 

SYSTEM [in refleclometer configuration): 
RISE TIME- Less than 150 ps. 
OVERSHOOT; 5% or less (down to i#% 

m l ns). 

INTERNAL REFLECTIONS: Less than 8% 
(does not limit resolution). 

REFLECTOMETER SENSITIVITY: Reflec- 
tion coefficients as small as 0.001 can 
be observed. 

REP RATE: 200 kc. 
SIGNAL CHANNEL: 

RfSE TIME: Approximately 90 pS. 

SENSITIVITY; l mv cm to 0.1 v cm in 
1. 2 H 5, 10 sequence. 

INPUT- 50 ohm*;, feed-through type, 

NOISE: Less than 2 mv peak-to-peak. 

INTERNAL PICKUP; Less than 0.2 mv 
peak. 

DYNAMIC RANGE: - 1.0 v. 

ATTENUATOR ACCURACY: 3% 
PULSE GENERATOR: 

AMPLITUDE' Approximately 025 v rnto 
50 ohms (0-5 v into open circuit!. 

RISE TTlViE: Approximately 50 pS, 

OUTPUT IMPEDANCE: 50 ohm- 
ohm. 

DROOP: Less than 1%. 
TIME SCALE: 

SWEEP SPEEDS; 20 ns cm to 200 ns cm 
in I 2. 5 4 10 =senui?nce: accuracy: 
■ S%, 

MAGNIFICATION: XI to X200 in 1 T 
10 sequence. 

DELAY CONTROL; to 2000 ns, 
brated, 

JITTER: Less than 10 ps. 
PRICE: 

£050 00. 
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Prices fob. factory 
Data subject to change without notice. 
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